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ABSTRACT Here we discuss the application of scanning ﬂuorescence correlation spectroscopy (SFCS) using continuous
wave excitation to analyze membrane dynamics. The high count rate per molecule enables the study of very slow diffusion in
model and cell membranes, as well as the application of two-foci ﬂuorescence cross-correlation spectroscopy for parameter-
free determination of diffusion constants. The combination with dual-color ﬂuorescence cross-correlation spectroscopy with
continuous or pulsed interleaved excitation allows binding studies on membranes. Reduction of photobleaching, higher
reproducibility, and stability compared to traditional FCS on membranes, and the simple implementation in a commercial
microscopy setup make SFCS a valuable addition to the pool of ﬂuorescence ﬂuctuation techniques.
INTRODUCTION
Fluorescence correlation spectroscopy (FCS) (1–3) is an
established method for the determination of local concentra-
tions, molecular weights, translational and rotational diffu-
sion coefﬁcients, chemical rate constants, association and
dissociation constants, and photodynamics. First applied on
molecules in solution, the use of FCS was then extended to
the study of two-dimensional diffusion in artiﬁcial, sup-
ported lipid bilayers (4). Later, FCS was applied to native
cell membranes and free-standing artiﬁcial lipid bilayers
(5,6). The detection volume is usually positioned on a hor-
izontal membrane, which can induce serious photobleach-
ing: the slower the diffusion, the higher the residence time of
the molecule in the detection volume. To avoid signiﬁcant
photobleaching of the ﬂuorophores,whichwould lead to a dis-
tortion of the corresponding correlation curve, the excitation
power has to be reduced. However, for reduced excitation
powers, the dark counts of the detector will introduce ad-
ditional noise in the correlation curve and the acquisition
time has to be increased. To achieve a good signal/noise ratio,
but also to avoid systematic distortions of the correlation
curve due to short measurement times, continuous acquisi-
tion for time periods of several orders-of-magnitude larger
than the diffusion times are required. But the long measure-
ment times are limited by the stability of the setup. Changes
of the position of the detection volume with respect to the
membrane give rise to a distortion of the correlation curve
and a poorly deﬁned detection volume.
Various FCS-related methods with a scanning detection
volume have been developed to circumvent some of the
above-mentioned problems: Scanning FCS in solution (7–10)
or on surfaces (11) can be used to study static and dynamic
parameters of the system. Image correlation spectroscopy,
ﬁrst introduced by Petersen et al. (12), measures very slow
dynamic parameters. Raster image correlation spectroscopy
extends the application of this method to a wide range of
diffusion times (13). Ruan et al. (14) introduced a new type
of scanning FCS on membranes, which accesses the inter-
mediate temporal regime. With this approach, the detection
volume is scanned in a circular way through the equator of a
giant unilamellar vesicle (GUV), which results in a set of
correlation curves from all points along the scanned circle,
permitting the study of binding andmembrane dynamicswhich
would otherwise be obscured by an excess of ﬂuorophores in
solution. Compared to FCS with a ﬁxed detection volume at
the top of the cell or vesicle, the alignment of the detection
volume along the membrane in scanning ﬂuorescence cor-
relation spectroscopy (SFCS) allows for a better separation
of the signal from ﬂuorescent background in the solution.
However, the use of two-photon excitation bears several
risks due to the high photobleaching in membranes limiting
the counts per particle and therefore, for a given acquisition
time, the statistical accuracy of the correlation curve.
Here we discuss the use of one-photon scanning FCS as
commonly applied in laser scanningmicroscopes and focus on
studying membrane dynamics with high accuracy in chal-
lenging biological systems. The detection volume is scanned in
a linear fashion (Fig. 1 a) rather than in the circular scan pattern
employed in Ruan et al. (14). Furthermore, correlation curves
were not calculated for all points along the scan path, but
membrane movements are corrected for, and only the contri-
butions of themembrane are taken into account to calculate the
correlation curve. In this way we achieve a reproducible and
well-deﬁned detection volume even in an unstable system.
An important difference of the work presented here in
comparison with that described in Ruan et al. (14) is the use
of continuous wave excitation instead of two-photon exci-
tation, which results in higher achievable counts per particle
and reduced photobleaching. The improved signal not only
permits shorter measurement times but also facilitates
accurate measurements of very slow diffusion, encountered,
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for example, in yeast cell membranes. In addition, the en-
hanced signal allows for parameter-free determination of dif-
fusion constants with two-foci cross-correlation spectroscopy
(TFCCS) and binding studies using dual-color ﬂuorescence
cross-correlation spectroscopy (dcFCCS) with continuous
and pulsed interleaved excitation.
Continuous wave SFCS can be easily implemented in a
commercial laser scanning microscope and readily used
with a modern FCS instrument like the Zeiss Confocor 3
(Carl Zeiss, Jena, Germany).
THEORY
Autocorrelation function for SFCS
In SFCS the detection volume is scanned perpendicularly
through the equator of the membrane (Fig. 1 a), resulting in a
transition time of the detection volume through themembrane
much shorter than the diffusion time tD of the ﬂuorophores.
During data analysis, the emission, which can be attributed
to the membrane-bound ﬂuorophores, is integrated for each
scan. These intensity values form the discrete time-trace
Fi, which is used to calculate the correlation curve G(ti),
where ti represents integer multiples of the scanning period
T (Fig. 1).
For a ﬂuorophore conﬁned to the membrane (x ¼ 0) at the
position (y, z) and a scan in x-direction with a constant
velocity v through all of the membrane, the average emitted
light intensity is
Ieðy; zÞ ¼ e
T
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where tm is the integration window, and e ¼ kQI0 is the
product of the setup efﬁciency k, the ﬂuorescence yield per
ﬂuorophore Q, and the excitation amplitude I0. The value V
is the molecule detection function of the setup, which is the
product of excitation intensity distribution and the collection
efﬁciency function of the objective-pinhole combination.
Most commonly, a three-dimensional Gaussian is assumed
for V:
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Then the emitted intensity in SFCS is described by a two-
dimensional elliptical Gaussian:
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This gives rise to the following autocorrelation function,
describing two-dimensional diffusion of one component in a
Gaussian elliptical detection volume:
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PDðr~; r~9; tÞ ¼ ðc=4pDtÞ expððr~ r~9Þ2=4DtÞ is the num-
ber density autocorrelation function for two-dimensional
diffusion for an average concentration c, N ¼ cpw0z0 is the
mean number of molecules in the effective detection area, tD ¼
ðw20=4DÞ is the diffusion time, and the structure parameter
S ¼ z0=w0 describes the ellipticity of the detection area.
The triplet contribution has been neglected since triplet
times are in the range of microseconds and cannot be
resolved with SFCS.
Two-foci cross correlation (TFCCS)
By alternately scanning along two lines at a distance d
parallel to each other, two effective foci in the membrane
with a displacement d along the y-direction can be realized
(Fig. 2 a). The photons in the two foci are not collected
within the same time window, but with a delay td, which is
usually given by the scan period. If td is much smaller than
the diffusion time tD, it can be neglected. The cross
correlation of the intensity traces corresponding to the two
intersections results in the correlation curve (15,16)
FIGURE 1 The principle of SFCS. (a) The detection volume is repeatedly
scanned radially through the equator of the membrane. The linear scan path
is chosen in such a way that the detection volume spends as little time as
possible inside the GUV or cell to minimize out-of-focus photobleaching,
which can lead to a depletion of ﬂuorophores. (b) Each line scan is arranged
as a row. The membrane can easily be identiﬁed and its contribution to each
scan can be integrated to yield the intensity trace Fi (c).
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where dr ¼ d/w0 is the distance of the foci in units of the
radius of the detection volume. The use of direct physical
parameters D and w0 results in
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The cross-correlation curve shows a maximum at a speciﬁc
lag time, which is given by the characteristic time it takes a
ﬂuorophore to diffuse from one detection area to the other.
Once d is known, D and w0 can be determined directly
by ﬁtting the data to Eq. 7 without any additional calibra-
tion measurement. A global ﬁt of the two autocorrelation
functions and the cross-correlation function improves the
accuracy.
Because of the alternating data collection in the two foci,
the resulting cross-correlation curve is shifted by the delay
time td, as can be seen by looking at the deﬁnition of the
cross-correlation curve Gx for intensity traces F(t) and H(t)
and the cross-correlation curve Gdx for intensity traces F(t)
and H(t 1 td):
GxðtÞ}
Z
FðtÞHðt1 tÞdt
G
d
xðtÞ ¼ Gxðt1 tdÞ}
Z
FðtÞHðt1 td1 tÞdt: (8)
If td is not much smaller than tD, this shift needs to be taken
into consideration in performing the ﬁt.
Two-foci cross correlation on planar membranes
The same setup also permits TFCCS on planar membranes
with the additional advantage of simultaneous determination
of diffusion coefﬁcients in different parts of the sample. As
depicted in Fig. 2 b, two parallel lines are scanned within the
membrane and the contributions from corresponding parts of
the sample (denoted by a box) of the length s belonging
to the equivalent time window tm ¼ s/v are summed up for
each scan. Depending on the length of the time window, the
effective detection area can be practically circular (very short
time window) or a line (long time window).
The unnormalized molecule detection function V(x, y) is
given by the convolution of the Gaussian detection area of
waist radius w0 with a step function of length s, describing
the scanning in x direction:
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The cross-correlation function for two detection areas at a
distance d can then be calculated as
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The autocorrelation curve follows from Eq. 11 for d ¼ 0.
An elongated detection volume offers the advantage of a
high signal/noise ratio in the correlation curve, since one out
of two ﬂuorophores that originates in one detection area will
ﬁnally reach the second one.
Dual-color cross correlation
In dual-color cross correlation (dcFCCS) the auto- and cross-
correlation curves for two spectral channels are calculated. In
case of an ideal setup with completely overlapping detection
volumes Veff and negligible spectral cross talk, the concen-
trations of the unbound molecules ca and cb and of the bound
molecules cab can be determined from the amplitudes of the
correlation functions (17):
Gað0Þ ¼ 1
Veffðca1 cabÞ; Gbð0Þ ¼
1
Veffðcb1 cabÞ
G
x
abð0Þ ¼
cab
Veffðca1 cabÞðcb1 cabÞ: (12)
In case of a nonperfect overlap of the detection volumes,
Eq. 6 describes the cross-correlation function. Yet, for small
FIGURE 2 The principle of scanning two-foci cross correlation. (a)
TFCCS in vertical membranes. Two lines with a separation of d are
repeatedly scanned through the equator of a GUV. Each intersection with the
membrane gives rise to a ﬂuorescence burst, and ﬂuorescent bursts from all
passes through the membrane are connected to an intensity trace. (b) TFCCS
in planar membranes: Two lines with a separation d are scanned in the
membrane. Intensity traces are extracted from corresponding parts (equiv-
alent time windows) of the two scans (boxes).
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imperfections, Eq. 5 can be used to ﬁt the data and Eq. 12
can be used approximately if one compares the measured
cross-correlation amplitude to the maximally achievable cross-
correlation amplitude. The maximally achievable cross-
correlation amplitude corresponds to a complete binding of
the species involved and can be estimated using a sample with
known high cross correlation (16). Often a double-labeled
molecule (i.e., DNA) with a high labeling efﬁciency is used.
MATERIALS AND METHODS
Optical setup
Confocal imaging and scanning FCS measurements were performed on a
LSM Meta 510 system (Carl Zeiss, Jena, Germany) using a 40 3 NA 1.2
UV-VIS-IR C-Apochromat water immersion objective and a home-built
detection unit at the ﬁber output channel: A bandpass ﬁlter was used behind
a collimating achromat lens to reject the residual laser and background light.
Another achromat (LINOS Photonics, Go¨ttingen, Germany) with a shorter
focal length was used to image the internal pinhole onto the aperture of the
ﬁber of the avalanche photo diode (Perkin-Elmer, Boston, MA). The photon
arrival times were recorded in the photon mode of the hardware correlator
Flex 02-01D (correlator.com, Bridgewater, NJ). For dual-color measure-
ments, a dichroic mirror, placed behind the collimating achromat, was used
to separate the two channels. Each channel contained a suitable emission ﬁl-
ter and an achromat to image the internal pinhole onto the aperture of the
ﬁber of the corresponding avalanche photo diode. All ﬁlters and dichroic mir-
rors, as speciﬁed in Results, were purchased from AHF Analyze Technik
(Tuebingen, Germany).
The movement of the detection volume was controlled directly with the
Zeiss LSM operation software. The line mode was used for one-focus
measurements and the frame mode with N 3 2 pixels for two-foci mea-
surements. For pulsed interleaved excitation (PIE) the multitrack mode was
applied. In this mode the excitation lasers are alternately used for every other
line scan by blocking the undesired laser line with an acousto-optical tunable
ﬁlter. Bidirectional scanning was employed whenever useful to increase the
acquisition speed.
The distance d between the two lines for two-foci FCS was measured by
repeatedly scanning over a ﬁlm of dried ﬂuorophores and measuring the
distance between the bleached traces in a high resolution LSM-Image.
All measurements were performed at room temperature (22C).
Materials
1,2-dioleoyl-sn-glycero-3-phosphocholine (dioleoylphosphatidylcholine; DOPC),
n-stearoyl-d-erythrosphingosylphosphorylcholine (sphingomyelin), and cho-
lesterol were purchased from Avanti Polar Lipids (Alabaster, AL) and used
without further puriﬁcation. Lissamine rhodamine B 1,2-dihexadecanoyl-sn-
glycero-3-phosphoethanolamine triethylammonium salt (Rhodamine DHPE),
BODIPY FL C5-ganglioside GM1 (GM1-BODIPY-FL), cholera toxin sub-
unit B (recombinant), Alexa Fluor 488 conjugate (ctxB-Alexa488), 1,19-
dioctadecyl-3,3,39,39-tetramethylindocarbocyanine perchlorate (DiIC18, DiI),
and 3,39-dioctadecyloxacarbocyanine perchlorate (DiOC18, DiO) were pur-
chased from Molecular Probes (Eugene, OR). Ganglioside GM1, Bovine Brain,
was purchased from Merck KGaA (Darmstadt, Germany). Cholera toxin subunit
B, labeled with Cy5 (ctxB-Cy5), was produced according to Bacia et al. (18).
Yeast cells expressing Fus-Mid-GFP from a centromeric plasmid pTPQ55
were a kind gift of Kai Simons (MPI-CBG, Dresden, Germany). To reduce
intracellular staining we used a vps1D mutant (for details see (19)).
Preparation of model membranes
Giant unilamellar vesicles were produced by a modiﬁed electroformation
method as described previously (20), using a custom-made closed perfusion
chamber heated to 65C and indium-tin-oxide coated coverslips as elec-
trodes. Brieﬂy, a 5-mL lipid mixture, as indicated in Results, was deposited
on indium-tin-oxide-coated coverslips. After evaporation of the solvent, the
chamber was assembled and ﬁlled with water. A voltage of 1.2 V at 10 Hz
was applied for ;2 h. Where applicable, labeled ctxB was added at a sat-
urating concentration to the ﬂow chamber after GUV formation and
incubated for 10 min at room temperature. The optical setup was adjusted to
the labeled ctxB in solution in the chamber. Residual ctxB was removed by
applying a slow ﬂow of water through the perfusion chamber.
Planar supported bilayers were prepared as follows (21): DOPC (molar
concentration 80%), Cholesterol (20%), and Rhodamine DHPE (0.001%)
were dissolved in chloroform and evaporated under nitrogen ﬂux and then
under vacuum for 1 h. The lipids were then rehydrated with 150 mM NaCl,
10 mM HEPES buffer (pH 7.4) and resuspended by vigorous vortexing. The
suspension was bath-sonicated at 60C for 1 h to obtain small unilamellar
vesicles. Ten microliters were then placed on a freshly cleaved mica sub-
strate glued to a glass coverslip, for 30 min at room temperature. After that,
the sample was rinsed several times to remove unfused vesicles.
Data analysis
Data analysis was performed with software written in MatLab (The Math-
Works, Natick, MA). The photon stream was binned in bins of 100 ns to
5 ms depending on the scan speed and arranged as a matrix such that every
row corresponded to one line scan (Fig. 1 b). Movements of the membrane
were corrected-for by calculating the position of the maximum of a running
average over several hundred line scans and shifting it to the same column.
An average over all rows was ﬁtted with a Gaussian and only the elements of
each row between 2.5 s and 2.5 s were added to construct the intensity
trace. The correlation function of the resulting intensity trace Fi was com-
puted with a multiple-tau correlation algorithm (22). The correlation curves
were ﬁtted with a weighted nonlinear least-squares ﬁtting algorithm. Errors
given in the ﬁgures are the 95% conﬁdence intervals on the nonlinear least-
squares parameter estimates; errors indicated in the text take into account the
uncertainties of additional parameters, such as the waist radius w0 or the
distance between foci d.
For two-foci measurements, two intensity traces Fi and Hi were extracted
from the photon stream and processed in an analogous way. Equations 4 and
7 were ﬁtted globally to obtain one set of ﬁt parameters.
For dcFCCS with continuous excitation, one intensity trace was extracted
from each channel as described above and auto- and cross-correlation curves
were calculated and ﬁtted to Eq. 5 to determine relative cross-correlation
amplitudes. For dcFCCS with PIE, two intensity traces were extracted from
the orange channel and one from the green channel (cross excitation of the
green dye with the orange laser and cross talk of the orange dye into the
green channel were negligible).
RESULTS
Scanning FCS of slowly diffusing molecules
Fig. 3 shows the SFCS autocorrelation curve of ctxB-
Alexa488 bound to a GUV with a lipid composition of 25%
cholesterol, 75% sphingomyelin, and 0.005%GM1, chosen to
ensure slow diffusion. Details are given in the ﬁgure legend.
The waist radius was determined in a solution of ﬂuoro-
phores to be w0 ¼ 2006 20 nm. Based on this, the diffusion
time of tD ¼ 524 6 54 ms corresponds to a diffusion
coefﬁcient of D ¼ 0.019 6 0.006 mm2/s.
Two-foci cross correlation in GUVs
For two-foci cross correlation (TFCCS), two parallel lines
were scanned through the equator of a GUV (Fig. 2 a)
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composed of 32% cholesterol, 68% sphingomyelin, and
0.003% GM1, labeled with ctxB-Alexa488. The correspond-
ing auto- and cross correlation curves of the two resulting
foci are shown in Fig. 4 a. The drop in the cross-correlation
curve for small lag times is clearly visible. It is preferable to
ﬁt the data directly to Eq. 7 instead of Eq. 6, since the
physical quantities of interest, w0 and D, are independent,
whereas dr and tD exhibit a higher degree of correlation.
The distance d between the two lines was determined to be
300 6 15 nm as described in Materials and Methods. A
global ﬁt of the measured correlation curves to Eq. 7 resulted
inw0¼ 1996 12 nm andD¼ 0.236 0.03 mm2/s. Due to the
different composition of the GUV, this value is an order-
of-magnitude higher than the diffusion coefﬁcient measured
in the previous section.
For a comparison, Fig. 4 b shows the autocorrelation curve
obtained with one-focus SFCS on a GUV with the same
composition as above. The diffusion time of tD ¼ 426 3ms
corresponds to a diffusion coefﬁcient of D ¼ 0.24 6 0.07
mm2/s, based on a waist radius of w0 ¼ 200 6 20 nm
determined from a calibration measurement of Alexa488 in
solution.
Two-foci cross correlation on planar membranes
Fig. 5 shows the outcome of scanning TFCCS on a homo-
geneous supported lipid bilayer, as described in Theory,
above, and Fig. 2 b. The bilayer was composed of 80%
DOPC and 20% cholesterol and was labeled with 0.001%
Rhodamine DHPE. The two lines had a separation of d ¼
430 6 20 nm. The length of the part of the line scan used to
construct the intensity trace was s ¼ 2.87 mm. The resulting
diffusion coefﬁcient D ¼ 3.5 6 0.3 mm2/s is in good agree-
ment with a value of D ¼ 4.1 6 0.8 mm2/s obtained with
traditional FCS.
Dual-color cross correlation
To demonstrate the potential of SFCS for dual-color cross-
correlation analysis (dcFCCS), we incorporated ﬂuorescent
GM1-BODIPY-FL into GUVs composed of 50% cholesterol
and 50% sphingomyelin. Tenmicrograms of ctxB-Cy5, which
binds speciﬁcally to up to ﬁve GM1 molecules, was injected
in the perfusion chamber and residual ctxB-Cy5 was
removed after 10 min. Spectral cross talk of the ﬂuorophores
into the other channel was negligible. Fig. 6 shows the re-
sulting auto- and cross-correlation curves together with ﬁts to
Eq. 5. The relative cross-correlation amplitude is 30%.
Dual-color cross correlation with pulsed
interleaved excitation
Spectral cross talk can lead to a false-positive cross cor-
relation, which can be avoided by using pulsed interleaved
excitation (PIE) (23). Usually alternating short laser pulses
with a repetition rate of several MHz are required for PIE. In
SFCS, PIE can be implemented in a much simpler fashion.
By alternating the green and the orange excitation for every
other line scan, the contributions from the different ﬂuoro-
phores can be separated. This is due to the fact that the
contributions from the green-emitting ﬂuorophores in the
orange detection channel upon excitation with the orange
laser, and that from the orange-emitting ﬂuorophores in the
green detection channel upon excitation with the green laser,
are negligible. Fig. 7 a shows auto- and cross-correlation
curves obtained on GUVs composed of 50% cholesterol and
50% sphingomyelin and labeled with 0.004% DiO and
0.002% DiI. These two dyes are not supposed to cross-cor-
relate and have partially overlapping excitation and emission
spectra. Fig. 7 b shows the auto- and cross-correlation curves
obtained on the same sample as Fig. 7 a using PIE.
SFCS in yeast cells
Fig. 8 a shows the result of a one-focus SFCS measurement
on Fus-Mid-GFP in yeast cell membranes. The diffusion
coefﬁcient was determined to be D¼ 0.00286 0.0011 mm2/s,
based on a waist radius of the detection volume of w0 ¼
150 6 15 nm, previously determined with free dye in so-
lution. Fig. 8 b shows a two-foci measurement on the same
protein. The diffusion coefﬁcient was found to be D ¼
0.0026 6 0.0006 mm2/s, and the distance between the foci
was previously determined to be d ¼ 300 6 15 nm.
FIGURE 3 SFCS autocorrelation curve (s) of ctxB-Alexa488 bound to a
GUV composed of 25% cholesterol, 75% sphingomyelin, and 0.005% GM1
with corresponding ﬁt to Eq. 6 (—) and weighted residuals. Measurement
parameters:Acquisition time:20min, excitationpowerP¼ 3.75mWat488nm,
repetition rate f¼ 520 Hz, and scan speed v¼ 0.14m/s. Integration time for the
membrane contribution is tm¼ 5.5 ms; average number of photons in each line
scan is ÆFiæ ¼ 0.42. Emission ﬁlter is HQ525/60 M; pinhole is 60 mm.
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DISCUSSION
Scanning FCS of slowly diffusing molecules
The measurement of slow diffusion in membranes requires
long acquisition times in order to average over a sufﬁciently
high number of independent events. For continuous illumi-
nation the excitation power has to be low to avoid photobleach-
ing, which results in a low signal hardly distinguishable from
the background. The signal/noise ratio can be greatly in-
creased by using pulsed excitation with short (ms) pulses
of high power followed by long (millisecond) pauses, as
implemented here by scanning the detection volume through
the membrane. The excellent signal/noise ratio of SFCS was
demonstrated in GUVs with slowly diffusing ﬂuorophores
(Fig. 3): Since the detection volume spent only a small
fraction of the total acquisition time in the membrane, the
resulting average excitation intensity in the membrane was
greater than two-orders-of-magnitude below the excitation
intensity and ensured negligible photobleaching. The result-
ing average count rate was only 0.22 kHz (corresponding to
0.01 kilo counts per particle per second (kcpps)), which was
comparable to the rate of dark counts from the detector.
However, the count rate during the transition time tm was
75 kHz (3.3 kcpps).
Another important advantage of SFCS is its robustness to
instabilities which limit the acquisition times in static FCS on
membranes. In SFCS, slow movements are corrected-for and
the contributions from all of the membrane are summed up.
As a result, a reproducible and well-deﬁned detection area is
obtained, and the measurement becomes insensitive to mem-
brane undulations, which can otherwise be a severe problem
since they mimic an additional diffusing component (24).
To calculate the diffusion coefﬁcient from the diffusion
time, the waist w0 of the detection area has to be known. It
can be determined by calibration measurements with free dye
or with two-foci SFCS. It can also be extracted directly from
the line scans (Fig. 1 b) by ﬁtting the line proﬁle to a Gaussian,
but nonperpendicular scanning, residual curvature, or faster
membrane movements result in an enlarged estimate for this
value.
In one-focus measurements, an exact calibration of the
detection area is complicated, since varying alignment, tem-
perature, refractive index of the sample, or cover-slide thick-
ness result in a poorly deﬁned detection volume (25).Moreover,
calibration measurements performed in solution to determine
the two-dimensional detection area on the membrane are only
exact for an ideal Gaussian detection volume.
Two-foci cross correlation
With scanning two-foci FCS (TFCCS) we measured abso-
lute diffusion coefﬁcients without the need for calibrating the
detection area (Fig. 4 a). The one-focus measurement (Fig. 4
b) resulted in a similar value for the diffusion coefﬁcient, but
the error was signiﬁcantly higher due to the difﬁculties of
determining the detection area. The advantage of two-foci
FIGURE 4 (a) Scanning two-foci cross correlation. Auto- (),=) and cross-correlation curves (s) for SFCS with two distinct lines with a separation of d ¼
3006 15 nm and residuals from the global ﬁt to Eqs. 4 and 7 (—). Composition of the GUV: 32% cholesterol, 68% sphingomyelin, and 0.003% GM1, labeled
with ctxB-Alexa488. Measurement parameters: Acquisition time is 20 min, excitation power P¼ 6.1 mW at 488 nm, repetition rate f¼ 430 Hz, scan speed v¼
0.046 m/s, and integration time tm¼ 27 ms. Emission ﬁlter is HQ525/60 M; pinhole is 60 mm. (b) Autocorrelation curve (s) obtained with one-focus SFCS on
a GUV of the same composition as above with corresponding ﬁt to Eq. 5 (—) and weighted residuals. Measurement parameters: Acquisition time: 15 min,
excitation power P ¼ 6.1 mW at 488 nm, repetition rate f ¼ 640 Hz, scan speed v ¼ 0.07 m/s, and integration time tm ¼ 9 ms. Emission ﬁlter is HQ525/60 M;
pinhole is 60 mm.
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SFCS versus one-focus SFCS is even greater for small dif-
fusion times comparable to the scanning period, where mean-
ingful ﬁtting of the autocorrelation curve is limited. By
choosing an appropriate distance d, the maximum of the
cross-correlation curve can be shifted into the measurement
window, rendering accurate ﬁtting possible.
The application of TFCCS is not restricted to spherical
membranes. It can also be applied to determine absolute dif-
fusion coefﬁcients on planar membranes (Fig. 5). Since drifts
of the setup cannot be corrected-for any longer, SFCS on
planar membranes is sensitive to instabilities. However, po-
sitioning of the detection volume is no longer crucial, since
the waist radius can be determined directly from the ﬁt and
does not enter the determination of the diffusion coefﬁcient.
Moreover, the length s of the detection area can be easily
inferred from the data set, which reduces the number of ﬁt
parameters by one, compared to measurements on vertical
membranes, rendering the results of the ﬁt more reliable.
Dual-color cross correlation
Scanning dual-color cross correlation (dcFCCS) permits the
study of binding and aggregation of labeled molecules on the
membrane without the risk of false-positive cross correlation
due to membrane movements. Fig. 6 shows auto- and cross-
correlation curves of GM1-BODIPY-FL incorporated into a
GUV and ctxB-Cy5, which binds to up to ﬁve GM1 mol-
ecules. Spectral cross talk was negligible. The amplitudes of
the autocorrelation curves indicate that the concentration of
labeled GM1 molecules is substantially higher than the con-
centration of ctxB molecules, which could be consistent with
unbound GM1 in the inner leaﬂet of the membrane and GM1
bound to ctxB in the outer leaﬂet. The relative cross-
correlation amplitude is 30%. A calibration measurement on
double-labeled DNA molecules in free solution used as a
cross-correlation reference showed a cross-correlation am-
plitude of 55%. For a ratio of bound complexes to unbound
GM1 of 1:5 in the absence of quenching or FRET, a relative
cross-correlation amplitude of 1.66 3 55% can be expected
(16,26). The reduced cross-correlation amplitude could result
from a loss of ﬂuorescence of the GM1-BODIPY-FL due to
photobleaching or self-quenching, inhomogeneous labeling
of the ctxB, and a deteriorated overlap of the detection areas
due to the different optical geometry in SFCS.
Dual-color cross correlation with pulsed
interleaved excitation
If spectrally closer dyes are used, spectral cross talk, espe-
cially from the green dye into the red channel, can lead to a
false-positive cross-correlation amplitude. This can be seen
in Fig. 7 a, obtained on GUVs labeled with DiO and DiI,
which have partially overlapping excitation and emission
FIGURE 6 Scanning dual-color cross correlation. Auto- (red channel,);
green channel, =) and cross-correlation curves (s) for dual-color cross
correlation andweighted residuals from the ﬁt to Eq. 5 (—). Composition of the
GUV: 50% cholesterol, 50% sphingomyelin, and 0.004%GM1-BODIPY-FL.
Incubatedwith 10mg ctxB-Cy5. Measurement parameters: Acquisition time is
the average over four acquisitions of 6min each, excitation powersP¼ 4.8mW
at488nmandP¼ 8.0mWat633nm, repetition rate f¼ 1.3kHz, scan speed v¼
0.07m/s, and integration time tm¼ 20ms.Emissionﬁlters areHQ525/60Mand
HQ700/75 M, dichroic mirror is 610DCXR, and pinhole is 65 mm.
FIGURE 5 Scanning two-foci cross correlation on a supported lipid
bilayer. Auto- (),=) and cross-correlation curves (s) for SFCS with two
distinct lines of length s ¼ 2.87 mm with a separation of d ¼ 430 6 20 nm
and residuals from the global ﬁt to Eq. 11 (—). Composition of the
membrane: 80% DOPC, 20% cholesterol, and 0.001% Rhodamine DHPE.
Measurement parameters: Acquisition time is the average over three
acquisitions of 4 min each, excitation power P ¼ 50 mW at 543 nm,
repetition rate f ¼ 643 Hz, scan speed v ¼ 0.07 m/s, and integration time
tm ¼ 41 ms. Emission ﬁlter is HQ585/40 M; pinhole is 80 mm.
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spectra. Here the relative cross-correlation amplitude due to
cross talk was as large as 25%.
Fig. 7 b shows the auto- and cross-correlation curves from
the same sample as Fig. 7 a, making use of PIE. The ampli-
tude of the orange autocorrelation curve is signiﬁcantly higher
since it is now free of cross talk. Most importantly, the cross-
correlation amplitude completely vanishes, indicating good
separation of the dyes.
PIE can be easily applied in scanning dcFCCS without any
additional hardware in a confocal microscope by using the
multitrack mode. In addition to avoiding cross talk, PIE
allows for quantitative analysis of FRET between the two
labeled species (27) and an accurate overlap of the detection
volumes can more easily be achieved.
SFCS on yeast cell membranes
Due to its high intrinsic stability and optimal separation of
membrane and bulk contributions, SFCS permits dynamic
measurements even on yeast cell membranes. Previously, it
was only possible to assess this kind of extremely slow mem-
brane diffusion using ﬂuorescence recovery after photo-
bleaching (28). Fig. 8 a shows the result of a one-focus SFCS
measurement on Fus-Mid-GFP in yeast cell membranes.
Because the measurement time was only ;100-fold longer
than the diffusion time, the correlation curve had to be ﬁt
with an offset (29). The resulting diffusion coefﬁcient ofD¼
0.0028 6 0.0011 mm2/s is comparable with the results of
ﬂuorescence-recovery-after-photobleaching measurements
on GFP-Snc1p (28).
The diffusion coefﬁcient determined by a two-foci mea-
surement (Fig. 8 b,D¼ 0.00266 0.0006 mm2/s) is consistent
with that value. The measurement time was the same as for
Fig. 8 a. Although the curves look slightly more noisy, the
diffusion coefﬁcient was actually determined with a higher
accuracy, thanks to the additional information from the
spatial cross correlation.
SFCS versus traditional FCS
SFCS expands the application of FCS to larger diffusion
times. For fast diffusion in membranes, traditional FCS can
be superior once the detection volume has been carefully
calibrated: It allows for shorter measurement times, easy data
analysis, minimized out-of-focus photobleaching, and sub-
microsecond time resolution. In SFCS, the time resolution is
limited by the scanning frequency to approximately a milli-
second. Yet in this regime scanning two-foci measurements
can lead to far more accurate determination of absolute dif-
fusion constants.
The lower limit for diffusion coefﬁcients measurable with
SFCS is determined by the measurement time. The maximum
measurement time is limited by drifts of the vesicle per-
pendicular to the scan direction, which will lead to a scan
path nonperpendicular to themembrane and therefore to a dis-
tortion of the detection area. In addition, the drift will
FIGURE 7 dcFCCS with PIE. Auto- (orange channel,); green channel, =) and cross-correlation curves (s) for dual-color cross correlation without and
with PIE and weighted residuals from the ﬁt to Eq. 6 (—). Composition of the GUV: 50% cholesterol, 50% sphingomyelin, 0.004% DiO, and 0.002% DiI.
Measurement parameters: Acquisition time is the average over four acquisitions of 10 min each, alternate scanning with excitation powers P ¼ 6.2 mW at 488
nm and P ¼ 2.0 mW at 543 nm, repetition rate f ¼ 1.3 kHz, scan speed v ¼ 0.10 m/s, and integration time tm ¼ 20 ms. Emission ﬁlters are HQ515/30 M,
HQ585/40 M, dichroic mirror is D555, and pinhole is 65 mm. For panel a, contributions from both the green and the orange excitation in the orange channel
were summed up resulting in an effective simultaneous excitation. For panel b, only contributions from the orange excitation were included in the intensity
trace of the orange channel, which effectively eliminates cross talk. The signal from orange excitation in the green channel was negligible.
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contribute to the correlation curves as an additional ﬂow term.
For large vesicles we found measurement times of up to 1 h
to be practical, resulting in a smallest measurable diffusion
coefﬁcient being on the order of 103 mm2/s.
One important drawback of SFCS with a scan path
perpendicular to the membrane is the requirement of a ver-
tical membrane, which precludes its use on ﬂat substrate-
adherent cells. However, if stability is not a limiting factor,
SFCS can be readily applied on horizontal membranes.
CONCLUSION
We have demonstrated the capacity of continuous wave
scanning FCS for accurate diffusion and binding studies on
membranes. The intrinsic robustness to instability, the ex-
cellent signal/noise ratio, and negligible photobleaching al-
lowed for long uninterrupted acquisition times, which are
essential for measuring slow diffusing molecules.
The extension to two-foci spatial cross correlation enabled
us to perform direct and accurate measurements of diffusion
coefﬁcients without the need for calibrating the detection
volume. Two-foci scanning cross-correlation spectroscopy
was also successfully applied on planar membranes enabling
simultaneous, calibration-freemeasurements of diffusion times
in different parts of the sample. The extension to study slow
three-dimensional diffusion in solution or inside cells is
straightforward.
Scanning dual-color cross-correlation spectroscopy per-
mits quantitative binding and aggregation studies on mem-
branes without the risk of false-positive cross correlation due
to membrane movements. The implementation of PIE was
shown to successfully eliminate spectral cross talk, permit-
ting the choice of spectrally close ﬂuorophores and providing
the prospect of quantitative FRET measurements on mem-
branes using FCS (27).
The high intrinsic stability, the excellent signal/noise ratio,
and the good separation of membrane and bulk contributions
of SFCS enabled the study of diffusion on yeast cell mem-
branes, which was previously impossible with FCS due to ex-
tremely slow diffusion in the range of 103 mm2/s.
The various approaches to continuous wave scanning FCS
demonstrated here allow the study of different aspects of mem-
brane dynamics on a variety of systems with an accuracy
unprecedented in traditional FCS. The simple implementa-
tion in a commercial setup should help SFCS to become a
standard technique for membrane studies.
We thank Salvatore Chiantia for preparation of the planar-supported bi-
layers, Lawrence Rajendran and Robin Klemm for providing and preparing
the cells, Kirsten Bacia for preparation of ctxB-Cy5, and Zdenek Petrasek,
Kirsten Bacia, and Madhavi Krishnan for help with the manuscript.
FIGURE 8 SFCS measurements on Fus-Mid-GFP in yeast cell membrane. (a) Autocorrelation curve (s) and weighted residuals from the ﬁt to Eq. 5 (—).
Measurement parameters: Acquisition time is 6 min, excitation power P ¼ 1.2 mW at 488 nm, repetition rate f ¼ 1.04 kHz, scan speed v ¼ 0.09 m/s, and
integration time tm¼ 9 ms. Emission ﬁlter is HQ525/60M; pinhole is 60 mm. (b) Auto- (),=) and cross-correlation curves (s) and residuals from the global ﬁt
to Eqs. 4 and 7 (—). Measurement parameters: Acquisition time is 6 min, excitation power P ¼ 1.2 mW at 488 nm, repetition rate f ¼ 434 Hz, scan speed v ¼
0.046 m/s, integration time tm ¼ 27 ms, and d ¼ 300 6 15 nm. Emission ﬁlter is HQ525/60 M; pinhole is 60 mm.
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